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1. Introduction 
 

The DARAY X400 LED is a high-quality LED medical examination l ight available as wall, 
ceiling and mobile versions. The X400 LED has variable intensity with an aesthetic, robust 
and efficient light -head.  
 
The X400 LED is for use during general clinic diagnosis in GP surgeries, hospital out-patient 
departments, health  centres and veterinary practices.  
 
Its 4,300K colour temperature ensures the natural colour of flesh tones is not distorted.  
 
DARAYõs BioProtect® anti -microbial coating is applied to the light -head, the handle,  and 
the entire arm system,  and all other sur faces are smooth to aid cleaning and sterilisation.  
 
The light comprises 3 parts: a ceiling, wall or mobile mounting, a variable -intensity 
power-supply module containing a transformer to convert mains voltage to a safe low 
voltage to power the light, and a suspension arm with fitted light -head. 
 
There are 2 versions of the power -supply module: one for use where the mains -electrical 
supply cables are ôchasedõ into a wall, and the other fitted with an IEC inlet so the mains 
may be supplied via a plug-in flex  from a standard mains socket. The power -supply 
module is fastened underneath the wall -mount bracket for the X400LW and can be 
screwed to the wall to power the X400LC.   
 
This user & installation guide contains all the information you need for installation , 
operation and maintenance.  
 
For further information on our product range and find out more about our company please 
visit www.daray.co.uk  or call 0333 321 0971  or 0800 804 8384 . 
 

This product was designed & manufactured in Great Britain by:  
Daray Ltd.  

Edison House, Robian Way 
Swadlincote  
Derbyshire  
DE11 9DH 

 

1.1 Supported Lights 

 

The Following Models are supported in this Manual  

X400LC X400 LED Examination Light  ð Ceiling Mounted 

X400LW X400 LED Examination Light ð Wall Mounted 

X400LM X400 LED Examination Light ð Mobile 
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1.2 Technical Drawings 
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2. Technical Specifications 

 
Light Source  LED  

Light Intensity (Lux) @ 0.5m  120,000 Lux ±5%  

Light Intensity (Lux) @ 0.75m  64,000 Lux ±5%  

Light Intensity (Lux) @ 1.0m  40,000 Lux ±5%  

Light Intens ity Adjustment Range  5% - 100%  

Colour Temperature (Kelvin)  4,300K ±500  

Colour Rendering Index (CRI)  95  

Colour Rendering (R9)  88  

Light Field Diameter (D50)  

@ 0.5m: 75mm  

@ 0.75m: 100mm  

@ 1.0m: 125mm  

Light Field Diameter (D10)  

@ 0.5m: 170mm  

@ 0.75m: 200mm  

@ 1.0m: 220mm  

Number of LEDõs  7  

Power Consumption  16W 0.19A  

Average Working Life  >50,000 Hours  

Input Voltage  100 - 240V AC 50/60 Hz  

Output Voltage  30V DC 1A  

Temperature Rise on Patient/User  Ò2ÁC  

Warranty Period  5 Years  

NHS E-Class Code  FBU, FKR  

Commodity Code  9018 908400  

GMDN Code  12276  
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2.1 Serial Numbers and Labelling 
Each X400 LED is allocated a unique serial number located on the mounting arm, and is 
identified by a label als o affixed to the arm.  
 
The power-supply module carries its own identification and serial number.  

3. Operation 
If you have a ceiling mounted X400  LED, go straight to step 2.  
 

1. Check that the mains indicator is illuminated on the power supply module.  
 
If th e mains indicator does not illuminate, check the mains supply and then the fuses 
in the module which are located on its right -hand side. For models powered via an 
IEC lead with a moulded mains plug, check the fuse in the mains plug.  
 

2. Operate the light usin g the rocker switch on the light -head near the handle. This is a 
momentary type switch and does not latch.  

  

¶ Press the switch once to turn the light ON  

¶ Press and hold to decrease intensity  

¶ Press and hold to increase intensity  

¶ Press the switch once again to  turn the light OFF  
 

 
 

Note: If mains power is removed, the intensity will be reset to its brightest setting when 
mains power is restored.  
 

Light-head 

handle 

Rocker 

switch 



 

Page 8 of 28 

Use the handle to steer the light -patch to where you want it; in the interests of cross -infection 
control, avoi d touching any other part of the light.  
 
The suspension arm swivels at the mounting and at the joint between the primary and jib arms. 
The jib arm allows the light -head to be moved up and down. The light -head itself can rotate 
320° on the jib arm in both v ertical and horizontal axes.  
 
After use, switch off at the light -head switch and also, where applicable, at the power -
supply module on the wall.   
 
Warning: Mobile Models - only move the l ight using the handle on the up stand.  
 

 

  

X400LM 

X400LC 

X400LW 

X400LC 
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4. Maintenance 
Cleaning and Disinfection  
 
WARNING: do not use strong chemical cleaning agents to sterilise the light. Do not use any 

abrasive materials to clean the light.  

CAUTION the light is not waterproof, so do not use excessive cleaning fluid amounts.  

 
Suitably protect  hands.  Wipe the light using clean tissue or soft towelling - pay special 
attention to the switch areas.  
On all surfaces, you may apply a 1% solution of sodium hypochlorite using a soft cloth if 
required. Remove the chemical from all surfaces within 10 min utes of application using a damp, 
soft cloth. The chemical will cause corrosion of metal parts, if it is not thoroughly removed.  
 
Apply Isopropanol to the surfaces ð this is an alcohol -based fluid which evaporates without 
leaving any residue and can be obtained as an impregnated-cloth applicator.  
 
Do not autoclave the light -head steering handle, as it may damage the BioProtect ® coating.  
 

Routine Maintenance  
The X400 LED is designed and manufactured to stringent quality standards. Observing the 
following pr ocedures will help to maintain the lightõs optimum performance.  
 

Light -head 
Clean all exterior surfaces as required using the directions above.  
 

Arm (all versions)  

Operation  Suggested 
Intervals  

 

On wall-mounted units, lift the 
arm so its spigot is almost  clear 
of the bush in the wall -mount 
plate and re -lubricate if 
required.   

Six monthly 
 

 

On ceiling mount units, support 
the arm and lift it so the spigot 
is almost clear of the boot of 
the downtube. Inspect for 
lubrication and re -lubricate 
spigot if requi red.  

Six monthly 
 

 

Check tightness of all fixing 
points and tension screws.  

Annually  

Check balance of jib arm over 
the whole range of movement.  

One month 
after 
installation and 
then annually  
 

If tendency is to fall from fully up, 
insert key in capstan h ole furthest 
away and with jib fully up move 
capstan by pulling key towards you. 
Repeat until no fall at top. Reverse 
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capstan if rise at bottom of jib 
movement.  
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Ceiling Mount   

Operation  Suggested Intervals   

Inspect 6 socket screws for tightness 
and check that washers are fitted 
under head. 
 

Six monthly 
 

Tighten with appropriate hex 
wrench 
 

Check that down post is rigidly 
mounted to the ceiling (do not exert 
undue force).  

Annually If any movement found ð 
immediately advise your full 
service dealer 

 
Wall Mount  

Operation  Suggested Intervals   

Check for security of fixing to wall  Annually Investigate any looseness ð 
ensure your building 
contractor is consulted if 
looseness found 

 

Mobile Mount  

Operation  Suggested intervals  Details  

Light -head   

Clean all exterior 
surfaces  

As required  Disinfecting and cleaning directions ð see 
above 

Arm   

Check tightness of all 
fixing screws 

Annually 
 

 

Check balance of jib 
over whole range 

One month after 
installation and then 
annually 
 

If unbalanced, follow the procedu re, below. 
If tendency is to fall from fully up, insert key 
in capstan hole furthest away and with jib 
fully up move capstan by pulling key towards 
you. Repeat until no fall at top. Reverse 
capstan if rise at bottom of jib movement  
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5. Adjustment of Arm Balance to Eliminate Drift 
The jib arm on your DARAY light will have been balanced during manufacture, however over 
time you may need to occasionally rebalance the arm, particular ly if the arm ôdriftsõ into a 
lower position when you move the head.  
 
Note: Before adjusting the arm  
tension, ensure the head and 
handle are bo th  attached . 
 
 
 
 
 
 
 
 
 
 
Step 1  
Push the primary arm up to it s  
highest position, this makes it  
easier to adjust the tension.  
 
Step 2 
Locate the capstan (see image  
circled right ). This is accessible 
through a small gap in the  
underside of the primary arm ,  
through which you will see  a nut  
with  two small holes in each side. 
Insert a small implement (e.g . hex 
wrench 2mm AF) into one of the holes  
in the capstan located at the top of the  
jib arm (can be seen when standing underneath 
the arm). You will see stickers labelled 1 and 2  on either side of the capstan opening.  
 
Step 3 
TIP: Grip the hex wrench as close as you can to the base  to preve nt it from bending.  

- If the arm is drifting downwards:  Turn the capstan in the direction of label 2  until 
desired balance is obtained.   

- If the arm is drifting upwards:  Turn the capstan in the directi on of label 1  until 
desired balance is obtained.  

You should be able to set the head in the required position with no further movement once 
you let go of the head.  
 
To assist in making this adjustment, it may be necessary  to remove  the arm joint cover (see 
section 6.4 ð page 23).  This provides better access to the slot through which the capstan nut is 
adjusted.   
 
Note: When re -assembling the arm  joint cover , ensure that the moving cover is correctly 
positioned with the ôTõ notation on the component at the ôTopõ.  
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6. Installation 

6.1 Installation - Ceiling Mounted version (X400LC) 
 
CAUTION: This product must be earthed.  
 
Check you have the follo wing items:  
 

Ceiling-mount plate assembly and cover  

Down-tube (1m as standard) 

Light-head on suspension arm 

Down-tube bungs 

Down-tube grub-screw 

Down-tube spigot nylon washer  

Grease pot (10ml)  

 
Determine where to mount light from the positioning and  ceiling -load forces diagrams, 
below:  
 
WARNING: please note that this information is provided for guidance only and that a 
qualified builder or structural engineer should be consulted if you have any doubt about the 
suitability of the proposed mounting po sition.  

 
 
WARNING: the light -head operates from a low -voltage supply produced by a transformer in 
the ceiling mount assembly and fed through the suspension arm. On NO ACCOUNT should 
the arm be conn ected directly to mains voltage . 
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Fitting the ceiling pla te  

 
Remove the clamp bolts, safety bolt/nylon insert nut and the clamp. Keep these parts in 
a safe place for use later.  
 

 
 
 

Fix the plate to the ceiling with bolts, screws or studs and nuts through the centre of each jack 
bolt. Do not fully tighten the fa steners at this point.  
 
Note:  The nuts thread -locked to the upper end of the 3 jack bolts act as pressure pads. 
These pressure pads must be seated firmly against the mounting surface.  
 
The jack bolts can then be used to adjust the position of the ceiling p late and down -tube.  
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Fitting the Down -tube  
 
A 1 metre length of down -tube is included with all ceiling mount kits, and must be securely 
fitted in accordance with these instructions.  
 
The down-tube should be cut to length on -site to suit the particular c eiling height and 
application.  
 
Note when installed the down -tube must leave clearance above the ceiling mount plate to 
prevent the cable being trapped.  
 
For determining the cut point, we suggest measuring the distance between the ceiling mounting 
plate, and a point about 1900mm above the floor.  
 
The length of the down -tube should be altered to suit the room dimensions and the particular 
application for which the light is to be used.  
 
De-burr as necessary.  
 
NOTE: For suspended ceilings, the ceiling hole tr im and retaining band should be placed 
over the downtube BEFORE proceeding.  
 
Loosely refit the clamp and clamp 
bolts. Fit the down -tube in the clamp 
and tighten the clamp bolts to firmly 
hold it in place. Drill a 6mm hole 
completely through the tube via t he 
guide holes in the clamp and fit the 
safety bolt and nylon insert lock nut 
supplied.  
 
NOTE: TO ENSURE THE USER'S 
SAFETY, THE SAFETY BOLT AND 
NYLON INSERT LOCK NUT MUST BE 
FITTED PROPERLY 
 
Feed the end of the low -voltage 
cable assembly through the tube.  
 
Tighten both clamp screws fully and evenly until the tube is firmly clamped.  
 
Adjust the 3 large bolts such that the down -tube is absolutely vertical.  Tighten the fixing bolts 
or screws to firmly clamp the jack bolts tight against the joist, tighten the t hin locknuts and re -
check that the down -tube remains vertical, and the mounting plate has no movement. If 
necessary, repeat the adjustment . 
 
Run the low-voltage cable to the mounted power -supply module, feed it through the grommet 
on the top of the module and connect it to the 2 -way terminal block wired to the low -voltage 
output from the transformer.  
 
Refit the module to its mounted rear plate.  
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Down-tube 

Arm assembly 

Nylon washer 

Connector 

Primary arm spigot  

Suspended ceiling trim 

Trim retaining band  

NOTE: For suspended ceilings  cut a clearance hole in a ceiling tile, replace the tile and slide 
the trim up the d owntube until it is firmly against ceiling tile, then roll the trim retaining band 
upward until it holds the trim in position.  
 
NOTE: For conventional ceilings  fit the cover, holding it in place with the retaining band from 
the fitting  kit.  

 
Install the pr imary arm  
 
To ensure the smooth rotation of the arm, it is essential that the primary arm spigot is lightly  
lubr icated before assembly.  
A pot of silicon grease is provided.  
 
Place the nylon washer over the primary arm spigot.  
 
Insert the primary arm spigo t into the down -tube.  
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Join the connector from the primary arm to the connector from the down -tube.  
 

 
 
Fit the supplied bungs.  
 
Make sure to sit the joined connectors inside the bung before fitting to prevent the cable  
from being damaged.  
 

 
 

Fit the arm joint cover (see p.22 ) 
 
Fit the light -head (see p.23 ) 
 
Check everything for tightness and safety.  
 
Check the arm and head for freedom of movement.  
 
Rebalance the jib arm if necessary (see p.11 ) 
 

LUBRICATE 
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Wiring the X400  LED 
 
Provide a suitable, earthed switched fused spur.  
 
Run a 1.5mm2 twin and earth cable to the ceiling plate 230V terminal block.  
 
Provide power to the spur.  
 
Turn on the light with the rocker switch on its mounting swivel (see section 3 Operation ) and 
check that the light illuminates.  
 

 
X400LC wiring diagram  

30V DC 

 

230V AC 
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6.2 Installation - Wall Mounted version (X400LW) 
 

CAUTION: This product must be earthed.  
 
Check you have the following items:  
 

Wall-mount plate  

Light-head on suspension arm 

Power supply module 

 
 
Determine where to mount the wall bracket. 
For general medical examination use, we 
suggest that the top of the bracket where the 
primary arm fits into should be about 2000mm 
above the floor. For other specific 
applications, mount the wall bracket in a 
locatio n so that, when fitted, the light -head is 
at the required height.  
 
WARNING: Consult a building engineer, if in 
doubt.  
 
Secure the plate to the wall, ensuring that it 
is truly vertical.  
 
WARNING: the light -head operates from a 
low -voltage supply produced by  a 
transformer in the power -supply module and 
fed through the suspension arm. On NO 
ACCOUNT should the arm be connected 
directly to mains electricity.  
 
Fit the power -supply module directly under 
the wall plate.  
 
Remove the rear plate from the power -supply 
module by slackening the screw in each of the 
4 corners. 
 

To ensure the smooth rotation of the arm, lightly  grease the spigot on 
the primary arm with the silicone grease provided. Slide the spigot into 
the bracket on the wall -mount plate, feeding the low -voltage cable 

from the primary arm through the top of the power -supply module.  
 
Connect the low -voltage cable to the 2-way terminal block wired to the low -voltage output 
from the transformer.  
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The power-supply module requires an earthed 230V AC electrical  supply either fed into its rear 
or into a socket/switched fused spur on the side depending on the module supplied.  
 
Connect the incoming mains cable to the 3-way 'LEN' terminal block in the module.  
 
Fasten the moduleõs earth-bond wire to the rear -plateõs earth stud.  
 
Refit the module to its mounted rear plate.  
 
Fit the arm joint cover (see p.22)  
 
Fit the light -head (see p.23)  
 
Check everything for tightness and safety.  
 
Check the arm and head for freedom of movement.  
 
Rebalance the jib arm, if necessary.  
 
Provide power to the power -supply module and check that the mains indicator illuminates.  
 
Operate the variable intensity control module  by pressing it. Rotate to dim. Check that the 
light -head illuminates and that the intensity control works.  
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6.3 Assembly - Mobile version (X400LM) 
 
Fit the lower section of the up -stand to the base, mating the locating peg on the lower  
up-stand section with its associated hole on the base.  
 
Fit the socket -head screw through the screw cover base and screw tightly into the up-stand 
using a hex wrench. 
 
Fit the screw cover cap.  
 
Refer to the ôpeel-offõ assembly marks as shown. 
 

   
 

Screw cover base 

Socket head screw 

Screw cover cap 

Locating peg 
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Fit the upper section of the up -stand to the lower section of the up -stand with the screw and 
shake-proof washer using the hex wrenc h provided.  

 
Wrap the flex around the cable holders  

 
 
Fit the arm joint cover (see p.22 ) 
Fit the light -head (see p.23 ) 

Warning 

Only manoeuvre the light 

using this handle.  

 



 

Page 23 of 28 

6.4 Installation - Fitting the arm joint cover (all versions) 

 
 

1.  Covers are marked 'L' and 'R' on their inside faces as viewed from the end of arm. Engage 
the slider, with its 'T' mark uppermost, into the groove inside the cover.  

 
 

2.  Align holes in cover and painted elbow. 
ôNip upõ the screw to secure. 
DO NOT OVERTIGHTEN 

3.  Fit opposite cover  
DO NOT OVERTIGHTEN 
Fit a plug i n each hole 

4.  Carefully check the operation of arm and 
the jib -joint cover.  

Locating key 

 

ôCUT-OUTõ in 

aluminium casting  

Slider 

 

Fixing 

hole 
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6.5 Installation - Fitting the light-head (all versions) 
 
Connect the light -head connector to the connector in the arm  

 
 

 
Apply a little  grease to the light -head spigot and insert it into the arm, 
being careful not to trap the cable/connector.  
 

Supporting the light -head in one hand, tighten the locking grub -screw with the hex key 
provided.  
 
NOTE: Make sure the grub -screw is not too tight preventing the light -head from rotating.  
 

  

Apply grease here  










